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Digital Rise-Time Discrimination of Large-Area
Avalanche Photodiode Signals in X-Ray Detection
L. M. P. Fernandes, P. C. P. S. Simões, J. M. F. dos Santos, and R. E. Morgado
Abstract—The response of a large-area avalanche photodiode
to X-rays was investigated by applying pulse-shape discrimination
techniques based on rise time. The method employed analog
preshaping with time constants of 200 ns followed by digital signal
processing in a commercial 125-MHz digitizer. Pulse rise-time
discrimination was applied to improve detector energy resolution,
background level, and peak distortion. Electronic noise pulses
can be efficiently removed at the expense of data-acquisition
throughput.
Index Terms—Avalanche photodiode, pulse-discrimination effi-
ciency, rise-time discrimination, X-ray detection.
I. INTRODUCTION
I NTEREST in the use of avalanche photodiodes (APDs) hasincreased recently with the appearance of commercially
available large-area APDs that deliver higher charge gains at
lower bias voltages, with improved spatial uniformity. Window-
less large-area APDs with extended sensitivity in the ultraviolet
and soft X-ray regions are also commercially available.
Large-area APDs are used mainly as optical photosensors
coupled to scintillators for X- and -ray detection, as a replace-
ment for photomultiplier tubes [1]–[4]. Applications include in-
strumentation of the large electromagnetic calorimeter of the
CERN CMS detector for high-energy physics [1], [5], [6] and
the photosensor readout of crystals and plastic scintillators for
-ray spectrometry in nuclear physics [7], [8] and for positron
emission tomography instrumentation in medicine [9], [10]. Al-
though their use as X-ray spectrometers in the 0.5–20 keV range
has been suggested [11]–[13], low-energy X-ray detection tech-
niques with APDs were mainly developed to measure charge-
carrier properties of the device, using X-rays as a reference for
light measurements [1], [13], [14].
The application of large-area APDs (LAAPDs) to energy-dis-
persive X-ray fluorescence (EDXRF) analysis has been inves-
tigated, and energy resolutions similar to those of proportional
counters have been achieved [15]. Additionally, the use of
LAAPDs in an experiment to measure the Lamb shift of the
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2 –2 atomic states in muonic hydrogen ( p) is being con-
sidered [16]. The experiment, to be carried out at the Paul
Scherrer Institute (PSI), Switzerland, in collaboration with nine
institutions, consists in obtaining long-lived p atoms in the
2 -metastable state by stopping a low-energy beam in
a small volume of low-pressure hydrogen in a 5-T magnetic
field. A pulsed beam from a tunable laser induces the 2 –2
transition in p, and the 1.9-keV X-ray photons resulting from
the 2 –1 deexcitation will be detected. Measuring the co-
incidences between the laser pulse and the 1.9-keV X-rays
as a function of the laser wavelength, the Lamb shift can be
determined. Low counting rates are expected, and the 1.9-keV
X-ray background will be reduced by gating its coincidence
with the signal resulting from the high-energy electron pro-
duced in the subsequent muon decay.
However, improvements on the performance of LAAPDs for
X-ray detection, mainly in the low-energy range, are needed.
One way to improve this performance may be through the ap-
plication of pulse discrimination techniques. Fully developed
X-ray pulses can be effectively distinguished from noise, dis-
torted X-ray pulses, and pulses resulting from charged-particle
interactions.
Digital signal-processing techniques and, in particular, dig-
ital rise-time discrimination have been proved to be a simple
but effective method to improve detector performance through
peak enhancement and background suppression [17]–[20]. In
this paper, we investigate the application of digital signal-pro-
cessing techniques to LAAPDs to improve their response to
X-rays by means of pulse rise-time discrimination.
II. RATIONALE
APDs are compact monolithic devices made of a silicon p–n
junction where the internal electric field can reach high enough
intensities to produce electron multiplication by impact ioniza-
tion [1], [21], [22]. When high voltage is applied to the APD,
only a small region of the p-layer in the front part of the diode re-
mains undepleted—(I) the drift region, Fig. 1. The electric field
in this region is low, but in (II), the depleted region, it increases
with depth, reaching a maximum near the p–n junction. An inci-
dent photon absorbed in either the drift region or the p-depleted
layer produces electron–hole pairs. The resulting electrons are
accelerated toward the n -contact, undergoing avalanche mul-
tiplication in the high electric field near the junction. Charge
gains of a few hundred are typical and vary exponentially with
applied voltage.
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Fig. 1. Schematic diagram of typical avalanche photodiode section: (I) drift
region; (II) depleted region; (III) multiplication region.
For the LAAPD used in this paper,1 the thickness of the drift
region is about 10 m, while the charge-multiplication region is
about 20- m deep into the depleted region and has a thickness
of about 20 m [21]. Thus, the detection efficiency decreases
rapidly for X-ray energies above 5 keV, and a significant number
of X-rays interact deep into the multiplication region.
Fig. 2 depicts a pulse-height distribution measured with the
LAAPD for 5.9-keV X-rays. The distribution deviates from a
Gaussian due to a low-energy tail. This tail results from two
possible sources: 1) X-ray absorptions that occur deep in the
photodiode, within the avalanche multiplication region (III),
undergo only partial amplification, and 2) X-rays that interact
in the reduced electric field, in the undepleted p-region, lose
primary charge carriers to either the p -contact or to traps.
Both types of events result in smaller amplitude pulses. For the
former type, amplitudes should decrease continuously to zero.
The electronic-noise tail in the low-energy region limits the
lowest detectable X-ray energy.
X-ray absorption in the undepleted p-region gives rise
to pulses with long time-responses because traps may hold
electrons for tens to thousands of nanoseconds [21]. The time
response for events that occur in the multiplication region is
faster than for fully amplified events. These different time
responses may result in measurable pulse rise-time differences,
allowing for discrimination and rejection of such anomalous
pulses and, consequently, for improved detector performance.
III. EXPERIMENTAL SETUP
The LAAPD was installed inside a light-tight box to shield it
from ambient light. Experimental studies were performed using
direct irradiation of the detector with Fe X-ray source or X-ray
fluorescence from samples positioned in front of the LAAPD in
90 excitation-detection geometry. To delimit the incident X-ray
beam, 2- and 10-mm lead collimators were used for each case,
respectively.
LAAPD signals were fed through a low-noise charge pre-
amplifier (Canberra 2004, with a sensitivity of 45 mV/MeV)
and a spectroscopy amplifier (HP5582A, with gains of 16 to
1Advanced Photonix, Inc., Camarillo, CA.
Fig. 2. Typical pulse-height distribution for the LAAPD used in this paper for
5.9-keV X-rays.
64) to a digital pulse-height analyzer (DPHA) for further pro-
cessing. Integration and differentiation shaping-time constants
of 200 ns were used in the main amplifier for optimum detector
performance [13], [15].
The DPHA was composed of a commercially available dig-
itizer PCI board2 and the data-processing host computer. The
digitizer board has a 12-bit analog-to-digital converter (ADC),
and its maximum 125-MHz sampling frequency was used in
this work. It has complex triggering capabilities, including data-
burst acquisition after or before a certain time interval mea-
sured from the instant when the trigger threshold is reached.
The input-voltage range is 0–1 V, but only 90% of the ADC full
scale is used, as a dc offset is added to the signal prior to digiti-
zation. The trigger threshold is set just above the characteristic
photodiode electronic noise level for the chosen amplifier gain
to avoid dead-time losses analyzing noise pulses.
Pulse-height analysis is performed with a peak-search algo-
rithm, an eighth-order polynomial fitting algorithm, and a mod-
ified Newton-tangent method [23]–[25] to determine the peak
maximum. If the pulse amplitude is outside of a predefined
range, or if more than six iterations are needed for the Newton
method to converge, the pulses are rejected. Pulse rise time is
defined as the time required for the pulse to increase from 10 to
90% of its maximum amplitude. The different algorithms have
been developed for former applications [25] and fine-tuned for
this LAAPD X-ray detector—e.g., the eighth-order polynomial
fitting and the maximum number of iterations allowed, before
convergence is achieved, were chosen for the best pulse discrim-
ination performance and/or for good compromise between pulse
discrimination performance and processing time.
The pulse-height and the rise-time distributions are stored
simultaneously. The pulse-height distribution is divided into
a series of partial distributions on the basis of rise time. The
rise-time range of each partial distribution is 8 ns, limited
only by the digitizer sampling frequency. For pulse-ampli-
tude, peak-area, and energy-resolution measurements, the
pulse-height distributions were fitted to a Gaussian function
superimposed on a linear background from which the centroid,
the area, and the full-width at half-maximum were determined.
The peak-to-background ratio was defined as the Gaussian area
2PDA12A-1997, Signatec, Corona, CA.
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Fig. 3. Pulse rise-time distributions for 5.9-keV X-rays using 200-ns shaping
time constants.
Fig. 4. Pulse-height distributions of different rise-time windows together with
the raw spectrum for 5.9-keV X-rays.
divided by the area under the fitted linear background for the
peak region.
IV. EXPERIMENTAL RESULTS AND DISCUSSION
In Fig. 3, we present the pulse rise-time distributions of the
5.9-keV X-rays detected by a 16-mm-diameter LAAPD for the
conditions described above. The dashed lines delimit two time
windows of 128–160 and 136–152 ns.
Fig. 4 depicts the pulse-height distributions corresponding
to those time windows together with the raw spectrum (total
pulse-height distribution without any discrimination). For each
partial spectrum, energy resolution and signal-to-background
ratio show small improvements from 16.5% and 23 (raw spec-
trum) to 16.1% and 27 or 15.4% and 29, respectively. However,
the relevant feature is the significant reduction of the low-energy
tails. This is an important advantage when weaker low-energy
lines are superimposed on the tail. For these analyses, rise-time
discrimination will result in a significant improvement in the de-
tection sensitivity due to background reduction.
In Fig. 5, we present the raw distribution and three partial
pulse-height distributions for time windows outside and inside
the 128- to 160-ns rise-time interval. It is observed that a
significant number of events with both short and long rise times
correspond to events with lower amplitudes than those within
the time window. In Table I, the features of the raw spectrum and
the relevant partial spectra are characterized according to peak
Fig. 5. Raw spectrum and partial spectra for time windows outside and inside
the 128- to 160-ns rise-time interval.
TABLE I
PARAMETERS OF THE RAW SPECTRUM AND THE RELEVANT PARTIAL SPECTRA
OBTAINED WITH DPHA FOR 5.9-keV X-RAYS
Fig. 6. Pulse rise-time distributions for different X-ray energies using 200-ns
shaping time constants.
centroid, energy resolution, peak-to-background ratio, and peak
relative area. A slight increase of the peak centroid position of
the partial pulse-height distributions with rise time is noticeable
due to ballistic deficit. This effect could be corrected after
processing the partial spectra, thereby improving the energy
resolution and distortions of the final spectrum that result
from the sum of several partial spectra. A compromise has
to be made between the peak counting efficiency and the
pulse-discrimination efficiency. A digital sampling rate higher
than 125 MHz would improve the discrimination technique by
dividing the partial spectra into narrower rise-time windows.
Fig. 6 depicts several pulse rise-time distributions for dif-
ferent X-ray energies, using the same trigger threshold above
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Fig. 7. Pulse rise-time distributions for 5.9-keV X-rays using 200-ns shaping
time constants and two different trigger thresholds in the DPHA: just above and
below the electronic noise level.
Fig. 8. Pulse-height distributions for the sulphur K-line using 200-ns shaping
time constants.
the noise level. The distributions were normalized to the total
area. No significant dependence of the rise-time distribution on
the X-ray energy is observed.
Pulse rise-time discrimination allows a lowering of the min-
imum detectable X-ray energy. Fig. 7 depicts two rise-time dis-
tributions obtained for 5.9-keV X-rays using different trigger
thresholds in the DPHA: just above and below the electric noise
level. The figure shows that the electronic noise pulses have
longer rise times and, thus, can be efficiently discriminated from
the X-ray pulses. However, lowering the trigger threshold in the
DPHA results in a reduced data-acquisition throughput due to
the time required for analyzing the noise pulses.
We have analyzed the LAAPD response to fluorescence
from sulphur and silicon samples excited with a Fe X-ray
source. In Fig. 8, we present the sulphur total spectrum and two
partial spectra obtained for rise-time discrimination windows
of 120–192 and 120–152 ns. The energy resolution and the
peak-to-background ratio have improved from 32.1% and 8.6
to 31.9% and 53 (81% efficiency) or 30.6% and 51 (57%
efficiency), respectively.
The total spectrum and several different partial spectra are de-
picted in Fig. 9, spanning the full rise-time range. Table II details
the features of the total spectrum and the relevant partial spectra
for the sulphur K-line. It is observed that ballistic deficit cor-
rection could improve the detector energy resolution to values
below 29% with an acquisition efficiency of about 90%.
In Fig. 10, the silicon raw spectrum and two partial spectra
obtained for rise-time discrimination windows of 120–192
Fig. 9. Raw spectrum and pulse-height distributions of different rise-time
windows for sulphur fluorescence.
TABLE II
PARAMETERS OF THE RAW SPECTRUM AND THE RELEVANT PARTIAL SPECTRA
OBTAINED WITH DPHA FOR THE SULPHUR K-LINE
and 120–152 ns are depicted. For the raw spectrum, the noise
behavior on the peak region is complex and not well known
and, thus, the areas corresponding to the K–Si peak and the
respective background cannot be determined with a reasonable
precision. The energy resolution and the peak-to-background
ratio of the silicon K-line achieve 38% and 4.6 or 36% and 6.1,
respectively. The calcium line on the pulse-height distribution
is due to the plasticine used to hold the Fe source. Table III
details the features of the relevant partial spectra for the silicon
K-line. Fig. 11 depicts the total spectrum and several relevant
partial spectra.
V. CONCLUSIONS
We have shown that the X-ray response of large-area
avalanche photodiodes can be improved by pulse rise-time
discrimination. Both measured energy resolution and
peak-to-background ratio show some improvements. Low-en-
ergy tails are reduced, decreasing the overall background
level in the pulse-height distributions. Electronic noise can be
efficiently discriminated, but reducing the trigger threshold
in the DPHA below the noise level results in longer times
for the analysis of noise pulses and reduces the data-acquisi-
tion throughput. The discrimination efficiency improves by
narrowing the rise-time discrimination windows. However,
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Fig. 10. Pulse-height distributions for the silicon and calcium K-lines using
200-ns shaping time constants.
Fig. 11. Raw spectrum and pulse-height distributions of different rise-time
windows for silicon fluorescence.
TABLE III
PARAMETERS OF THE RELEVANT PARTIAL SPECTRA OBTAINED WITH DPHA
FOR THE SILICON K-LINE
a compromise has to be made between the peak counting
efficiency and the pulse-discrimination efficiency.
Future work will include the information contained in the
midpoint of each pulse for improvement of pulse-discrimina-
tion efficiency.
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